A low cost apparatus for the automatic determination of precise oxygen equilibrium curves on red blood cell suspensions.
An apparatus for the automatic recording of precise oxygen equilibrium curves on red cell suspensions, as well as on hemoglobin solutions, is described. Dual wavelength determination of fractional oxygen saturation is used, eliminating noise for turbid samples and very small blood samples are needed. An example of data is given for trout blood.